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Lower limb exoskeletons require the correct support magnitude and timing to achieve
user assistance. This study evaluated whether the sign of the angular velocity of lower
limb segments can be used to determine the timing of the stance and the swing phase
during walking. We assumed that stance phase is characterized by a positive, swing
phase by a negative angular velocity. Thus, the transitions can be used to also identify
heel-strike and toe-off. Thirteen subjects without gait impairments walked on a treadmill
at speeds between 0.5 and 2.1m/s on level ground and inclinations between −10
and +10◦. Kinematic and kinetic data was measured simultaneously from an optical
motion capture system, force plates, and five inertial measurement units (IMUs). These
recordings were used to compute the angular velocities of four lower limb segments:
two biological (thigh, shank) and two virtual that were geometrical projections of the
biological segments (virtual leg, virtual extended leg). We analyzed the reliability (two sign
changes of the angular velocity per stride) and the accuracy (offset in timing between sign
change and ground reaction force based timing) of the virtual and biological segments for
detecting the gait phases stance and swing. The motion capture data revealed that virtual
limb segments seem superior to the biological limb segments in the reliability of stance
and swing detection. However, increased signal noise when using the IMUs required
additional rule sets for reliable stance and swing detection. With IMUs, the biological
shank segment had the least variability in accuracy. The IMU-based heel-strike events
of the shank and both virtual segment were slightly early (3.3–4.8% of the gait cycle)
compared to the ground reaction force-based timing. Toe-off event timing showed more
variability (9.0% too early to 7.3% too late) between the segments and changed with
walking speed. The results show that the detection of the heel-strike, and thus stance
phase, based on IMU angular velocity is possible for different segments when additional
rule sets are included. Further work is required to improve the timing accuracy for the
toe-off detection (swing).
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1. INTRODUCTION
Exoskeletons can be used by people with mobility impairments
to assist during rehabilitation (Kilicarslan et al., 2013;
Arun Jayaraman and Rymer, 2017) or to provide assistance
in their everyday life (Quintero et al., 2011; Esquenazi et al.,
2012; Strickland, 2012; Aach et al., 2014; Awad et al., 2017;
Schmidt et al., 2017; Grimmer et al., 2019b). One of the primary
movements that lower limb exoskeletons assist with is walking.
Walking is a cyclic process that is comprised of multiple
reoccurring patterns to move in space while maintaining static
and dynamic balance (Winter, 2009). One cycle of walking, also
known as stride, is defined as a movement sequence beginning
and ending with consecutive heel-strikes of the same foot. A
separation of the stride into the stance phase and the swing phase
is widely used to differentiate when the foot is in contact with
the ground and when the limb is swinging forward (Taborri
et al., 2016). A proper characterization of the walking phases
is crucial for lower limb exoskeletons since incorrect timing
can increase user effort and the risk of stumbling or falling.
In laboratory-based gait analysis, the stance and the swing
phase are typically determined by using the vertical ground
reaction force, which is measured with force plates (Hendershot
et al., 2016). If not available, also motion capture data can
be used (Hendershot et al., 2016). This work will evaluate a
novel concept for stance and swing detection that can be used
to control autonomous wearable robots, such as lower limb
exoskeletons in non-laboratory conditions.
Lower limb exoskeletons rely on sensors to detect the gait
phases during walking. Pressure insoles (Preece et al., 2011;
Lee et al., 2014; Yu et al., 2015) and foot switches (Skelly and
Chizeck, 2001; Bae and Tomizuka, 2011; Agostini et al., 2014)
are commonly used to detect stance and swing phase because
they provide reliable signals of the ground contact. Signals
from accelerometers (Mansfield and Lyons, 2003; Selles et al.,
2005; Sant’Anna and Wickström, 2010), gyroscopes (Tong and
Granat, 1999; Catalfamo et al., 2010; Mannini and Sabatini,
2011; Formento et al., 2014; Gouwanda and Gopalai, 2015), and
electromyography (EMG) sensors (Lauer et al., 2004; Kawamoto
et al., 2010; Joshi et al., 2013) can also supply signals for
gait segmentation. Capacitive sensors (Zheng et al., 2017) and
ultrasonic sensor arrays (Qi et al., 2016) can also be used to
measure the shape of the user’s muscles when the limb is inside
of a cuff, but they are less common due to their increased
complexity. In a typical use case, sensor signals are fused
together to create a high-quality aggregate signal by reducing
the uncertainty compared to when one sensor is used alone.
A common example of fusing sensor signals to segment gait
is the use of inertial measurement units (IMUs) (Hanlon and
Anderson, 2009; Liu et al., 2009; Schmidt et al., 2017), which
consist of accelerometers, gyroscope, and magnetometers. The
combination of the sensors allows to determine a drift free
absolute angle of a segment in space. Another approach is to
combine gyroscopes with pressure insoles (Pappas et al., 2004)
or gyroscopes with force sensors (Asbeck et al., 2015). While
the gyroscopes provide kinematic inputs that can also be used
to identify sub-phases within swing phase, the pressure and
force sensors provide kinetic inputs that primarily are used to
identify stance and swing phase, and to separate sub-phases
during stance.
The algorithms for gait phase detection usually consist
of state-machines with simple thresholding and peak
detection (Tong and Granat, 1999; Pappas et al., 2004; Liu et al.,
2009; Asbeck et al., 2015), or with more advanced techniques,
such as oscillator-based algorithms (Yan et al., 2017), Fuzzy-
logic (Kong and Tomizuka, 2008; Alaqtash et al., 2011), Bayesian
inference (Maleševic´ et al., 2014), Hidden-Markov models (Bae
and Tomizuka, 2011; Mannini and Sabatini, 2011; Taborri et al.,
2014; Mannini et al., 2015), or neural networks (Jung et al., 2015;
Liu et al., 2016). Advanced algorithms tend to be more versatile
for detecting different walking patterns and conditions. However,
it is challenging to implement these advanced algorithms in
microcontrollers. While state machines are deterministic
systems where all possible outcomes can be examined, more
advanced algorithms often rely on probabilistic outputs. The
certification of devices using probabilistic algorithms is difficult
since, the state of a system cannot be known at all times. This
article focuses on the suitable implementation for deterministic
state machines.
Gait phase segmentation based on the kinematics of biological
lower limb segments (thigh, shank, foot) has achieved promising
results in previous experiments (Tong and Granat, 1999; Liu
et al., 2009). However, Villarreal and Gregg extended the concept
of using the kinematics of these segments alone by creating
virtual limb segments of the lower limb (Figure 1) based on
geometrical projections of the thigh and the shank (Villarreal and
Gregg, 2014). Such virtual legs are also used in conceptual gait
models, which are able to represent lower limb dynamics (Geyer
et al., 2006). A virtual leg was created by combining the shank
and the thigh vector. An extended virtual leg was created by
additionally adding the thigh vector to the virtual leg vector.
Villarreal and Gregg used the angle and the angular velocity of
the virtual lower limb segments to create a phase angle (Holgate
et al., 2009), which can be used to determine the progress of
each stride (gait percent) independent of time. The phase angle
of the virtual segments showed improved monotonic behavior
during stance and swing phase compared to the biological
segments. For different walking and running speeds as well as
stair ascending and descending the best monotony was identified
for the extended virtual leg. With improved monotony, there are
less changes in the angular direction of a limb segment angle and
thus less changes in sign (zero crossing) of the corresponding
angular velocity.
However, we believe that the angular velocities of these virtual
limb segments also have great potential to be used for the
determination of the gait phases. The angular velocity could be
determined by IMUs at the lower limb. Compared to approaches
including pressure insoles or force sensors such an approach
could simplify the portable sensor setup. We believe that the
angular velocity of a lower limb segment could be a good variable
to distinguish stance and swing, as a comparable concept can be
found in a simplified human walking model, the bipedal spring-
mass model (Geyer et al., 2006). It incorporates a stance phase,
where the leg of the model rotates backwards, starting with the
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heel-strike. After toe-off the leg is reset (forward rotation) to the
angle required for the following heel-strike.
Based on this concept, we hypothesize that the sign of the
angular velocity of lower limb segments, as shown in Figure 2,
can be used to identify stance and swing phase during walking
at different speeds and inclinations. In addition, we hypothesize
FIGURE 1 | Biological and virtual lower limb segments evaluated for the
potential on stance and swing detection. The evaluated biological segments
are the thigh (orange) and the shank (red). The evaluated virtual segments
(based on Villarreal and Gregg, 2014) are the leg (blue) and the extended leg
(green). While the virtual leg is a combination of thigh and shank, the virtual
extended leg is a combination of the virtual leg and the thigh. Inertial
measurement units (IMU) were place at the thigh and the shank to determine
the segment angles and the segment angular velocities.
that the timing of the sign changes could be used to identify the
events heel-strike and toe-off. As the foot segment has no angular
velocity during most of the stance phase (Jasiewicz et al., 2006;
Bae et al., 2018) and it was not planned to use a foot IMU in the
Myosuit (Schmidt et al., 2017), it was not analyzed in this study.
We aim to evaluate the performance of sign-based angular
velocity gait phase segmentation for biological and virtual lower
limb segments. Specifically, we are interested in the reliability
of this approach to detect stance and swing, and in the
accuracy in the detection of heel-strike and toe-off. In this
context, reliability refers to the ability of detecting only one
swing and one stance phase per stride, and accuracy refers to
the ability of detecting heel-strike and toe-off events at the
right timing.
We first analyzed the utility of both biological (shank, thigh)
and both virtual (leg, extended leg) lower limb segments, for
stance and swing detection. Therefor we determined the sign
changes of the segment angular velocities based on optical
motion capture data and data from portable IMUs. The inclusion
of both will help to separate gait specific effects and IMU specific
effects. A suitable segment should only show two angular velocity
zero crossings: one near heel-strike from negative to positive
and one near toe-off from positive to negative (Figure 2). To
evaluate and compare their timing accuracy regarding heel-
strike and toe-off, the timing of the single sign changes of the
IMU based and Motion capture based angular velocities will
be compared to the timing of vertical ground reaction forces
determined by an instrumented treadmill. As the Motion capture
data won’t be available for an autonomous exoskeleton like
the Myosuit (Schmidt et al., 2017), the focus will be on the
IMU data.
2. MATERIALS AND METHODS
2.1. Study Protocol
This study recorded and analyzed walking kinematics and
kinetics of 13 subjects (five females and eight males, age 26 ±
FIGURE 2 | Lower limb segment velocity based concept for stance and swing detection. The shown angular velocity profile represents a conceived example case
with similar timing of the angular velocity zero crossings from negative to positive at heel-strike, and the similar timing of the angular velocity zero crossings from
positive to negative at toe-off. Heel-strike and toe-off can be determined by the existence vertical ground reaction force.
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4 years, height 178 ± 11 cm, weight 69.5 ± 11.5 kg) without
gait impairments. The study protocol was approved by the
institutional review board of ETH Zurich. All subjects gave
written informed consent in accordance with the Declaration of
Helsinki. Subjects walked on various ground inclinations and at
various walking speeds on an instrumented split-belt treadmill.
Walking speeds during level walking were 0.5, 0.9, 1.3, 1.7, and
2.1m/s. Walking speeds during decline and incline walking were
0.9, 1.3, and 1.7m/s. The decline and incline angles where −10,
−5,+5, and+10◦.
Ground reaction forces (GRF) were recorded using the
instrumented treadmill (Figure 3, R-Mill—also known as
GRAIL, Motek Medical B.V., motekforcelink.com, Netherlands).
The kinematics of the lower limb segments were recorded
simultaneously using a ten camera motion capture system
(Bonita B10, Vicon Motion Systems, UK) and a set of five inertial
measurement units (9-axis IMUs; MPU-9250, TDK, Japan).
The IMUs (weight 0.028 kg, range accelerometer ±8 g, range
gyroscope 500 ◦/s) were used at a sampling rate of 133Hz.
They were packaged in the SimpleLink SensorTag (CC2650STK,
Texas Instruments, USA) and Bluetooth Low Energy was used
to transmit the IMU data to a Single Board Computer (RPi3,
Raspberry Pi Foundation, UK). All systems were synchronized
before the data collection.
We recorded 1 min of continuous walking for each walking
speed, starting with the slowest speed. Subjects first walked on
level ground, then uphill (5 and 10◦), and finally downhill (5
and 10◦). The protocol required subjects to walk continuously at
each inclination condition. A rest period of 5 min was required
between the level, uphill, and downhill walking trials to store the
data and to restart the measurement systems. Breaks of <1 min
were required to change between the uphill and downhill slopes
of 5◦ and 10◦.
In this article, we focused on the greatest slope (10◦),
and the speeds 0.5, 1.3, and 2.1m/s for level walking to
reduce the amount of data. The outcomes of the omitted data
are in line with the presented results. All calculations were
performed oﬄine.
FIGURE 3 | Measurement setup including an instrumented split-belt treadmill
and a motion capture system (left). Inertial measurement unit (IMU) setup for
the thigh and the shank (right). The sensor units were placed in textile straps.
The length of the straps was adapted to differences in body composition using
velcro. Reflective markers on the sensors were not used for this evaluation.
2.2. Evaluation of Kinematics and Ground
Reaction Forces
Three-dimensional ground reaction forces were recorded at
1,000Hz. The vertical GRF was used to determine the reference
times for the heel-strike and toe-off of each stride. A vertical GRF
>400N was used to initiate the identification of the heel-strike
event. A value of 400N was selected based on experience from
previous studies to avoid heel-strike detection’s during swing,
when the opposite leg was slightly touching the wrong belt of the
split-belt treadmill. From that data point, an algorithm scanned
backwards in time to detect the first sample that was<0N or that
was greater than the subsequent force value and <10N. Values
smaller than 0N were observed due to the vertical GRF signal
noise that oscillates around 0N with an amplitude of <10N. The
second condition with the 10N limit was selected to increase
the accuracy of the heel-strike detection for the case when a
positive part of the oscillation was directly before the heel-strike.
To determine the toe-off time, the GRF was filtered with a zero-
lag, second-order, low-pass Butterworth filter (cutoff frequency
20Hz). It was filtered to eliminate small GRF oscillations due to
the heel-strike that would have influenced the correct detection of
the toe-off. Beginning 100ms after each heel-strike, an algorithm
identified the toe-off time based on the first subsequent GRF that
was <10N.
Body segment kinematics were recorded at 200Hz using
reflective markers from the motion capture system. The marker
data was up-sampled linearly to 1,000Hz to match the frequency
of the ground reaction forces. Raw marker data was filtered
with a zero lag, fourth-order, low-pass Butterworth filter (cutoff
frequency 10Hz). The thigh and shank angles and angular
velocities were filtered using this same method. The thigh
segment was determined by a marker at each hip (greater
trochanter head) and each knee (2 cm proximal of the joint space
on the lateral femoral condyle). The shank angle was determined
by the knee marker and an ankle marker (lateral malleolus). The
leg angle and extended leg angle were calculated as described
in Villarreal and Gregg (2014) (see also Figure 1). The angular
velocities of the leg and extended leg segment were determined
by numerical differentiation.
The kinematics of the thigh and the shank of each limb were
recorded using IMUs (Figure 3). Thigh and shank angles were
determined during post-processing with Matlab by combining
gyro and accelerations signals using a Kalman filter (process
noise covariance = 0.00005; measurement noise covariance =
7). When calculating the virtual leg and the virtual extended
leg angle (Villarreal and Gregg, 2014), thigh and shank length
were assumed to be equal (24.5% body height, based on Winter,
2009). We believed that both virtual segments are less dependent
on the individual biological segment movement and thus they
might provide a more general segment angular velocity profile
with a single zero crossing per direction for the variety of tested
walking speeds and slopes. Thus, the improved monotony that
was shown for such virtual segments by Villarreal and Gregg
(2014) would be beneficial for our concept to distinguish stance
and swing (Figure 2). Villarreal and Gregg did not describe why
next to the virtual leg (sum of thigh and shank vector) the
virtual extended leg (sum of two times the thigh and a single
Frontiers in Neurorobotics | www.frontiersin.org 4 July 2019 | Volume 13 | Article 57
Grimmer et al. Stance and Swing Detection
FIGURE 4 | Examples for the applied rule sets. (A) The Event timer rule used a defined time interval after each event detection (heel-strike blue, toe-off green) to avoid
additional hell-strike (yellow) or toe-off (red) detections. The example used an interval of 200ms for the virtual leg during walking declines (1.7m/s). (B) The Heel-strike
rule ensured that after heel-strike only toe-off and after toe-off only heel-strike can be detected. In this example the Opposite leg rule is required in addition to also
avoid the toe-off detection. (C) The Opposite leg rule required the heel-strike of the opposite limb (gray solid) before a toe-off can be detected. The example data for
(B,C) is from the shank segment during walking inclines (0.9m/s). (D) The Segment angle rule (was not applied for the analysis) required a change of 15◦ in the
segment angle (set to zero when angular velocity larger than −50 ◦/s) to allow toe-off (green) detection. In combination with the Heel-strike rule it can avoid toe-off
detection while standing. The example data is from the shank segment during gait initiation of walking inclines. Heel-strike is set as initial condition. The timing of the
stance and the swing, indicated by the bottom bars for (A–D) is based on the rule sets.
shank vector) was investigated. When exploring their results,
we found that the monotony of stair ascent was most critical.
The double influence of the thigh increased the overall range
of motion of the extended leg angle during stair ascend, which
improved the monotony. Further, when using the extended leg,
the range of motion for stair descent was decreasing. Based
on both findings we assume that there could be an optimal
scaling of the thigh and the shank proportion based on the
analyzed gait. We did not investigate on the optimal proportion
in this work.
The average gait data of each subject (subject condition
average) was determined based on 65 to 159 strides (sum of
both limbs) for each condition of slope and speed. Afterwards,
each subject condition average was aggregated to obtain the
subject group condition average and the corresponding standard
deviation. The data included in this work is based on 4,377 strides
for level walking, 3,579 strides for walking uphill, and 4,082
strides for walking downhill.
2.3. Sign Changes of the Angular Velocity
The reliability of each lower limb segment was calculated by
aggregating all zero crossings of the angular velocity per stride.
Since sign changes are to be used to indicate the transition
between stance and swing phases, only one transition of the
angular velocity from positive to negative and one from negative
to positive were biomechanically relevant (Figure 2). Additional
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transitions, that do not match our concept, resulted in higher
counts (mean value more than one) of zero crossings. The
most reliable signal would be the one with the least amount
of transitions.
Further, the accuracy of the transitions was evaluated.
Therefor each transition timing was analyzed with respect to
the corresponding reference event timing of heel-strike or toe-
off. As described previously, heel-strike and toe-off timing were
determined using the vertical GRF. The time difference to the
reference event was calculated as a percentage of the gait cycle.
A detection before the reference event results in a negative
percentage whereas a detection after the reference event results
in a positive percentage.
2.4. Rule Sets for Event Detection
To analyze the accuracy of the transitions it is required that
each lower limb segment only detects one transition in angular
velocity from negative to positive and one from positive to
negative (Figure 2). As this was not the case for the IMU data
and some of the motion capture data improved methods were
required to be able to use the segment angular velocity for stance
and swing detection. Detection rule sets were designed (Figure 4)
to detect just one transition in angular velocity for each direction,
and to increase the likelihood of detecting transitions near to the
timing of the GRF based events. Temporal and causal relations,
as well as absolute thresholds were used, hand tuned, and
tailored individually to each lower limb segment (thigh, shank,
leg, extended leg). To define the rule sets for each lower limb
segment, only the biomechanics of the same segment were used.
A transition of the angular velocity from positive to negative or
vice versa served as the main trigger before any of the detection
rule sets were applied. Unfortunately, we were not able to reduce
the amount of transitions to just two transitions per stride (near
to the real events) for all speed and slope condition of the thigh
segment. Thus, we had to excluded the thigh segment from the
analysis of the timing accuracy.
Blocking times after an event detection (Event Timer rule,
Table 1, Figure 4A) were used to prevent multiple detections
(both heel-strike and toe-off) within a given time window. The
constraints used were: 150ms for the shank, 200ms for the leg,
and 250ms for the extended leg segment. Increased time periods
were mainly required to overcome multiple detections for the leg
and extended leg at toe-off. For simplification, just one time value
was selected for each segment. For safety reasons, we tried to keep
these values as small as possible. This allows a heel-strike, in case
of stumbling, as soon as possible.
An additional rule ensured that by following a heel-strike
event, only toe-off can be identified, and vice versa (Heel-strike
rule, Table 1, Figure 4B). This rule prevented the consecutive
detection of the same events. As by nature, a zero crossing from
one to the other direction will always be followed by the opposite
version, during walking this rule was only applied in the rare
cases where the first wrong zero crossing was eliminated by
the Event Timer rule but the corresponding wrong follow up
detection to the other direction was not. In addition, it worked
together with the Opposite leg rule to eliminate a second heel-
strike detection during stance, mainly for the shank segment.
TABLE 1 | Rule sets applied to the different lower limb segments.
Event Heel-strike Opposite leg
timer rule rule rule
Thigh* – – –
Shank 150ms Used Used
Leg 200ms Used Used
Extended leg 250ms Used –
While we were able to allow only one transition from negative to positive angular velocity
and one in the other direction for the shank, leg, and extended leg segment, we were not
able to limit transitions with the same rule sets for the thigh segment. Thus, the thigh* was
excluded from the analysis of the accuracy (on-time detection).
Another rule was based on the opposite leg, such that heel-
strike of the opposite leg must precede toe-off (Opposite leg rule,
Table 1, Figure 4C). This condition ensured that one leg was
always in stance. This rule relied on the detection of double-
support when both legs are on the ground. This rule was
especially helpful for the shank segment as the zero crossing
(positive to negative) during midstance was eliminated from
detection. The rule could not be applied for the extended leg
segment, as for some strides the toe-off was detected before the
heel-strike of the opposite leg.
An additional rule set, to improve detection reliability, was
based on the absolute change of the segment angle (Segment
angle rule, Table 1, Figure 4D) during the stance phase. This rule
was fundamental to avoid a detection of toe-off due to little lower
limb oscillations while standing at the beginning and the end of
each trial. It was not required for our analysis as only constant
walking velocities were analyzed in this work. As we believe it is
an essential rule for the application of our concepts we decided to
also explain it at this point. The change in the segment angle was
measured with respect to the segment angle during late swing,
when the angular velocity became > −50 ◦/s. A change of 15 ◦
would enabled the detection of the toe-off event for all analyzed
segments. The threshold of the trigger was set to −50 ◦/s (for all
segments), rather than 0 ◦/s, to improve detection, as the value
is higher than found in the oscillations during standing. When
the gait phase is initially set to standing, both the –50 ◦/s of
the segment angular velocity and the consecutive change of 15 ◦
are required to enable the first and all following swing phases.
For some rare cases, it can also prevented from early toe-off
detections (leg and extended leg) during late stance.
3. RESULTS
3.1. Temporal Progression of the Angular
Velocity
The subject group means of the angular velocities recorded
by the IMUs and the motion capture system were comparable
with regard to the shape and magnitude for all lower limb
segments (Figure 5). For bothmeasurement methods an increase
in walking speed resulted in higher peak angular velocities.
We found that all lower limb segments (thigh, shank, leg, and
extended leg) showed a positive angular velocity during the first
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FIGURE 5 | Angular velocities from inertial measurement units (solid) and motion capture (dashed) for the thigh (orange), shank (red), leg (blue), and extended leg
segment (green) in level walking, inclined walking (10◦) and declined walking (10◦). Darker colors indicate higher speeds (0.9, 1.3, and 1.7m/s for slopes, 0.5, 1.3, and
2.1m/s for level walking). Circles indicate the related toe-off determined by the vertical ground reaction force. The heel-strike and the following heel-strike of the same
limb occur at 0 and 100% of the stride time. Gray areas indicate the swing phase based on the angular velocity of the IMU at 1.3m/s.
part of the gait cycle and a negative angular velocity in the second
part. For the group mean values, sign changes from positive
to negative angular velocity occurred between 50 and 70% of
the gait cycle considering all speed and slope conditions. The
positive to negative transitions for the thigh model occur first in
the gait cycle whereas the shank model marks the last transition
(see Figure 5). Sign changes from negative to positive occurred
between 80 and 10% of the gait cycle for the group means when
including all conditions. The thigh segment marked the first
and the last negative to positive transitions in the gait cycle due
to multiple zero crossings. It has to be noted that the subject
group means will hide individual gait characteristics including
additional sign changes. The total amount of sign changes for
each segment can be found in Figure 6.
3.2. Reliability of Segment Angular Velocity
for Gait Phase Detection
The thigh angular velocity hadmultiple zero crossings before and
after heel-strike for level walking and when walking at declines
(Figure 5). The shank angular velocity showed a local minimum
close to zero during mid-stance when walking inclinations
(Figure 5). The profile of the grand means suggest that the thigh
and shank segment are not able to fully describe the anticipated
concept shown in Figure 2. This is also reflected when evaluating
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FIGURE 6 | Number of zero crossings of the angular velocity per gait cycle for the thigh (orange), shank (red), leg (blue), and extended leg segment (green) in level
walking, inclined walking (10◦) and declined walking (10◦). The angular velocity was determined by motion capture (left) and by inertial measurement units (right).
Darker colors represent greater speeds (0.9, 1.3, and 1.7m/s for slopes, 0.5, 1.3, and 2.1m/s for level walking). Error bars represent one standard deviation.
the total amount of zero crossings (Figure 6) and when looking
at individual subject curves (Figure 7).
When comparing both measurement methods, motion
capture to IMUs (Figure 6), the filtered motion capture data
resulted in the fewest number of angular velocity sign changes
per stride. All four lower limb segments had a greater number of
angular velocity sign changes when determined by the IMU data.
Other than the grand means (Figure 5), individual single stride
IMU data (Figure 7) could reveal signal details that resulted in
the increased amount of angular velocity sign changes. While the
fewest number of angular velocity sign changes were identified
for the motion capture data of the leg and the extended leg, both
showed oscillation around zero in several subjects and conditions
at about 60% of the gait cycle when using the IMU data.
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FIGURE 7 | Single subject angular velocities for one stride from the inertial measurement units (solid) and the motion capture (dashed) for the thigh (orange, descent
−10◦ at 1.7m/s), shank (red, ascent 10◦ at 0.9m/s), leg (blue, descent −10◦ at 1.7m/s), and extended leg (green, descent −10◦ at 1.7m/s) segment. Circles
indicate phases where the IMU data can have unwanted sign changes in the angular velocity due to oscillations or by the nature of the segment movement.
Representative strides were selected from one subject and condition with the greatest number of zero crossings shown in Figure 6.
3.3. Accuracy of the Angular Velocity
Transition Timing
Based on our concept shown in Figure 2, only one sign change of
angular velocity should occur at heel-strike and one at toe-off. As
multiple sign changes occurred for the IMU data of all lower limb
segments, rule sets were introduced to limit the detections to just
one per velocity direction and stride. Similar rule sets were also
applied to analyze the Motion capture data. Due to multiple zero
crossings of the thigh segment in each stride (Figure 5), we were
not able to limit the amount of detections with our rule sets as
desired. Consequently, we were not able to compare the timing of
the sign changes of thigh angular velocity with the timing based
on the vertical GRF, however, this comparison was possible for
the shank, the leg, and the extended leg segments.
Motion capture-based zero crossings of the shank, leg, and
extended leg segments occurred 3.0–4.4% of gait cycle earlier
than the heel-strike event based on GRF. The IMU-based zero
crossings were in a similar range (3.3–4.8%, Figure 8). The
average standard deviation (IMU) for all walking conditions was
smallest for the shank, compared to the leg and extended leg
(0.6% compared to 0.8 and 1.2%, Figure 9). Smaller average
standard deviations, compared to the IMU-based data, were
achieved for the Motion capture data (shank 0.6%, leg 0.5%,
extended leg 0.7%). In contrast, the timing for the toe-off zero
crossings varied with respect to the GRF based timing in both
directions for all three segments. Similar ranges were found for
Motion capture (Figure 8) and IMU (Figure 9) data. For the
IMU data of the shank segment it occurred 4.1–7.3% after the
GRF based toe-off (Motion capture: 3.8–7.9% after), for the leg
from 2.8% before and up to 1.7% after the GRF based toe-
off (Motion capture: 0.6% before to 2.4% after), and for the
extended leg from about 9.0 to 5.5% before the GRF based
toe-off (Motion capture: 6.2% to 1.6% before). Similar to the
IMU data for the heel-strike, the shank segment showed the
smallest standard deviation for the zero crossing timing at toe-
off (0.9%) compared to the leg (1.9%) and extended leg (1.8%).
Compared to the IMU, Motion capture data showed reduced
average standard deviations (shank 0.8%, leg 1.0%, extended leg
1.0%). While an increase in walking speed had no effect on the
timing of zero crossings at heel-strike, it did have an effect on
toe-off. We found a temporal shift to later in the gait cycle for
all but one shank condition when increasing walking speed. For
uphill walking the timing of the shank zero crossing was almost
constant at a level comparable to the highest walking speed from
level walking. No further walking speed or inclination related
effects were identified.
4. DISCUSSION
Four different lower limb segments (thigh, shank, leg, and
extended leg) were evaluated to assess their reliability
in detecting stance and swing phase in the gait cycle,
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FIGURE 8 | Time difference of the mean zero crossings of the angular velocity based on the optical motion capture data to the heel-strike (left) and the toe-off (right)
identified by ground reaction forces (GRF). Evaluated segment angular velocities from the thigh (orange), shank (red), leg (blue), and extended leg (green). Distances
are evaluated for three different speeds of level walking, walking inclines, and walking declines. Darker colors indicate greater speeds (0.9, 1.3, and 1.7m/s for slopes,
and 0.5, 1.3, and 2.1m/s for level walking). The standard deviation is indicated by the vertical line. The specific detection rule sets, that were designed for the IMU
data, were also applied to the Motion capture data to only detect one transition for each event. Positive and negative values indicate zero crossings after and before,
respectively, the GRF based event detection.
and to determine their accuracy of the transition timing
between these phases. Our detection approach was based
solely on the angular velocities of the biological and
virtual lower limb segments during level-ground and
sloped walking.
4.1. Reliability of Segment Angular Velocity
for Gait Phase Detection
All lower limb segments showed similar shape andmagnitude for
the angular velocity when based on either motion capture data or
IMU data. However, the angular velocities were superior in their
reliability when using the motion capture data, as evidenced by
fewer sign changes. The IMU-based angular velocities generally
showed more oscillations in the signal, which in turn resulted in
incorrect detections of a heel-strike or toe-off and larger accuracy
standard deviations primarily for the leg and extended leg.
Independent of the data acquisition approach (IMU or motion
capture), the lower limb segments did not have equal reliability
in the gait phase detection. The best performance to reliably
distinguish the gait phases based on filtered motion capture
data was identified for the leg and the extended leg segments,
with a preference for the leg segment. These segments showed
in almost all cases single zero crossings close to the timing of
the biological transition from stance to swing phase, and vice
versa. In contrast, the shank and thigh segments showed in the
most cases more than one zero crossing, even with the motion
capture data, and the performance of these segments becomes
worse when using the IMU data. Based on the data we obtained
from our IMU setup, the concept of only using the sign of
the segment angular velocity for stance and swing detection
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FIGURE 9 | Time difference of the mean zero crossings of the angular velocity based on the inertial measurement unit to the heel-strike (left) and the toe-off (right)
identified by ground reaction forces (GRF). Evaluated segment angular velocities from the thigh (orange), shank (red), leg (blue), and extended leg (green). Distances
are evaluated for three different speeds of level walking, walking inclines, and walking declines. Darker colors indicate greater speeds (0.9, 1.3, and 1.7m/s for slopes,
and 0.5, 1.3, and 2.1m/s for level walking). The standard deviation is indicated by the vertical line. As multiple zero crossings occur for all segments, specific detection
rule sets were designed to only detect one transition for each event. Positive and negative values indicate zero crossings after and before, respectively, the GRF based
event detection.
had to be refused. Additional rule sets were required, and we
had to detect the events heel-strike and toe-off to distinguish
the phases. As more than one zero-crossing was found for the
motion capture data of the thigh (level and decline) and the
shank (incline), we believe that these zero-crossings (shank in
midstance and thigh before heel-strike) are due to the nature
of the human walking biomechanics. In contrast, the authors
believe that oscillations after heel-strike, that were found for all
segments, were introduced by the mechanical impact of the heel-
strike (Figure 7). Further, oscillations at toe-off may be a result of
the opposite limb’s heel-strike. As both the shank and thigh sensor
signals were combined to determine the angular velocities of the
leg and the extended leg segment, the signal noise of the shank
and thigh IMUs was aggregated. In addition, multiple detections
near toe-off are induced by the opposing movement directions of
the shank and the thigh that lead to oscillations of the angular
velocity in the leg and the extended leg segments.
4.2. Accuracy of the Angular Velocity
Transition Timing
The reliability assessment showed that with a portable IMU setup,
as used in this work, undesired angular velocity sign changes
were identified. To analyze the difference in the vertical GRF
based heel-strike and toe-off timing, compared to the timing
of the relevant angular velocity sign changes (just performed
for the IMU based data), additional detection rule sets were
needed. There should be only one sign change per direction
during each stride. These detection rule sets were hand tuned
and applied to the thigh, the shank, the leg and the extended
leg. The thigh segment had to be excluded from the timing
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analysis, as we were not able to define rule sets to limit the sign
changes for this segment as desired. The inability was a result of
extensive oscillations that caused multiple transitions that were
not within close proximity to heel-strike. We concluded that
the thigh segment angular velocity is unsuitable for stance and
swing phase detection using our approach. However, additional
detection rule sets may improve the signal quality and render the
thigh a reliable source to differentiate gait phases. When using
the additional rule sets for the shank, the leg, and the extended
leg, we found a systematic bias of early detection for the heel-
strike event (with IMU andMotion capture), which was found to
be a typical human gait characteristic in previous work (swing
leg retraction; Seyfarth et al., 2003; Poggensee et al., 2014). In
comparison, early, on-time and late detection were identified
for toe-off. For a wearable robotic system, an on-time or early
detection is often important to ensure a force application at the
right moment, whereas late detection could cause an unfavorable
force application. For example, theMyosuit (Schmidt et al., 2017)
could use the early detection at heel-strike to pre-tension the
system for the upcoming force application. In direct comparison,
the late toe-off detection of the shank segment seems problematic
whereas the on-time detection of the toe-off using the leg and the
early detection of the extended leg segment seem suitable for a
controller of a wearable robot.
The variability in the event detection poses an additional
challenge. About double the standard deviation for the detection
of the heel-strike and the toe-off was found for the leg and the
extended leg, compared to the shank segment. The standard
deviation was less for the Motion capture data of the leg and the
extend leg. Therefore, we believe that especially the signal of the
thigh IMU lead to increased variability. Based on our results, the
shank could be favored for the heel-strike detection. In contrast,
the leg and the extended leg segment seem to be of advantage
regarding the toe-off timing. So far it is unclear which of the
factors, timing or variability, is more critical for application.
4.3. Improving Detection Methods
Lower limb segment velocity, originating from motion tracking
data, can be seen as an indicator that our concept can work
reliably to distinguish stance and swing phase of walking. When
testing the IMU data we found several critical issues. To ensure
a more reliable and accurate detection, the methodological
approaches could be changed or improved, and the following
paragraphs introduce possible options.
The signal noise of the IMU based measurements may be
strongly dependent on the placement and the interconnection to
the human body. While markers for the motion capture system
were lightweight and placed on the skin on top of bones, the
IMUs were placed inside of a pocket on straps on top of the
moving muscles and tendons. The increased inertia of the IMUs
and the compliant interface to the human body may have caused
an increased signal noise. It must be evaluated how fixation
to other places, such as the exoskeleton itself, can reduce the
sensor noise.
Detection reliability may be also improved by using additional
sensors. An IMU at the foot was successfully used in Jasiewicz
et al. (2006) to detect the transition from stance to swing at level
self-selected walking speed for unimpaired subjects and subjects
with incomplete spinal cord injury. The distinct peak before
the zero crossing of foot angular velocity during stance served
as a feature to improve toe-off detection. It was demonstrated
that foot angular velocities and accelerations were more reliable
than the shank angular velocity for the subjects with incomplete
spinal cord injury. The peak angular velocity of the foot has to
be explored in subsequent studies to investigate if it can also
improve the detection for different walking speeds as well as at
inclines and declines. An IMU at the foot in combination with an
IMU at the shank was used in Grimmer et al. (2019a) to calculate
the joint angular velocity of the ankle online. It would be of
interest if characteristics of joint angular velocities or the joint
angles can serve to improve swing detection. The ankle angle
was used to improve the toe-off detection for post-stroke patients
in Bae et al. (2018).
Alternatively, ground reaction force sensors or foot switches
could be used to further improve the detection. Jasiewicz et al.
found in their study that foot switches were as accurate as foot
sagittal angular velocity or shank sagittal angular velocity to
determine the heel-strike and the toe-off. Further, while IMUs
are required for the unique controller of assistive devices like
the Myosuit (Schmidt et al., 2017), GRF sensors or foot switches
would increase the complexity of the system with respect to
donning and doffing procedures, washing, or user adaptations.
For other systems that do not require IMUs, such sensors could
potentially reduce the complexity.
A reduction of the oscillations that caused multiple zero
crossings could be achieved by implementing filtering
techniques. Since online filtering introduces a delay, it is
desirable to use the signal of a lower limb segment that depicts
zero crossing before the toe-off occurs. The angular velocity of
the extended leg segment has exactly this property. In such a case,
the filter would not only prevent high frequency oscillations,
but also shift the timing of the signal closer to the actual gait
event measured by the GRF. In a preliminary test, a second order
Butterworth filter with a cut-off frequency of 4Hz was applied to
the IMU signal of the extended leg. While standard deviations
were only reduced slightly, the amount of additional detections
was reduced to half.
Other improvements could include changes or additional
detection rule sets. The detection rule set that showed a
significant improvement in avoiding multiple detections around
toe-off made use of the aphasic movement pattern of opposite
limbs during walking. Toe-off detections were only possible after
heel-strike was detected for the opposite leg. This ensured double
support during walking and served as one of the triggers for toe-
off. We believe that this rule set in combination with the Segment
angle rule (that was introduced but not used), which secures
assistance during standing, are essential rules for the application
of our concept. We can also imagine that it is possible to only
use the heel-strike detection of the opposite limb, to detect the
toe-off. By using such a concept, the heel-strike of one site would
trigger the hell-strike of the opposite limb. Such a concepts was
previously used in the Runbot, a two legged robot with a reflex
inspired control scheme, to trigger the initiation of swing of the
opposite limb (Manoonpong et al., 2011).
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4.4. Application of the Angular Velocity
Based Concept
The study investigated if it is possible to detect the stance and
the swing based on the angular velocity of lower limb segments
to find an appropriate candidate for the Myosuit, an exoskeleton
that partially assists the user during stance (Schmidt et al., 2017).
The latest version of the Myosuit requires two IMUs, one at the
shank and one at the thigh, to detect the knee angle and scale the
assistance force accordingly. The evaluated IMU based concept
would allow to avoid additional GRF sensors or foot switches at
the shoe, which would increase the complexity of the exoskeleton.
This study was performed with young subjects without physical
impairments, while future users of the Myosuit could be young
and old individuals with and without physical impairments.
Individuals with a physical impairment may show different
kinematic lower limb patterns compared to those observed in our
study. It has to be evaluated if the angular velocity based concept
can be applied to these populations. Post-stroke individuals suffer
from increased asymmetries in between the limbs (Bae et al.,
2018). So far it was found that asymmetries in transtibial amputee
walking do not seem to influence the detection of the heel-strike
based on the shank angular velocity zero crossing (Grimmer et al.,
2017). Based on the data of Yang et al. (2013), the concept based
on the shank angular velocity could also work for post-stroke
hemiparetic gait. It is unknown how the timing between the IMU
based events and the GRF based events will change for impaired
populations. We believe that for the heel-strike detection the
time for the swing leg retraction (3.3–4.8% of gait cycle) could
be reduced prior to heel strike for those who require increased
horizontal braking forces (e.g., when walking down at surfaces,
such as sand). Next to the timing itself, the variation of the timing
in between strides has to be explored for other populations. As we
did not identify walking speed and incline related effects for the
heel-strike detection, we expect a higher possibility of variation
for the toe-off detection. In addition, the use of the thigh or the
shank segment could be a problem for movement tasks that have
phases with almost zero segment angular velocity. Such a phase
can be found when ascending stairs, where the shank segment has
almost no angular velocity following heel-strike (Formento et al.,
2014). As shown by Villarreal and Gregg (2014), the extended
leg, that represent the combined movement of the thigh and
the shank, is less sensible to such phases. Further, the angular
velocity based concept may require adaptations if users have
very low walking speeds, as found in individuals with incomplete
spinal cord injury (Domingo et al., 2007). The segment angle
rule, requires 15 ◦ of segment angle change throughout stance,
which already sets a lower limit to the required stride length
(about 0.26m for the leg segment). The segment angle rule also
used a segment angular velocity of −50 ◦/s to enable the angle
detection, which sets a lower limit for the required walking speed
(about −100 to −200 ◦/s were achieved at 0.5m/s, Figure 5). It
may be necessary to adapt these hand tuned values based on the
population. Next to the population, an active exoskeleton, as well
as overground walking, likely affect the kinematics of the lower
limbs. Thus, the timing of the events may change compared to
those of this study.
Also while facing a lot of unknowns with our approach
regarding the use for individuals with gait impairments, we
believe that the movement direction of the lower limb, and thus
the segment angular velocity, is an essential gait characteristic
that can be used to distinguish stance and swing phase within
gait. The concept was developed for exoskeleton users with
locomotion capabilities to resist gravity within stance. So far it is
unknown how a slightly too early or slightly too late detection
of heel-strike and toe-off will influence the exoskeleton based
assistance. Users may adopt the timing of their own contribution
to compensate for missing support during stance phase. This
may be no problem for them as long the exoskeleton provides
a reliable (similar timing and assistance torque scaling) support
throughout stance.
5. CONCLUSION
This study aimed to evaluate the feasibility of reliably detecting
stance and swing phase based on the sign change of the angular
velocity of biological (thigh, shank) and virtual (leg, extended
leg) lower limb segments during walking. In addition, the study
analyzed the timing of the sign change, and thus the accuracy
of the detection for the transition from stance to swing (toe-
off) and from swing to stance (heel-strike). We found that it
is required to detect the events of the sign changes (heel-strike
and toe-off) to separate stance and swing phase, rather than
using the sign of the velocity on its own. When using such a
phase detection approach in an online application using IMU-
based measurements, a reliable and accurate algorithm requires
additional rule sets, based on temporal and causal relations that
can be found in walking patterns. For the detection of heel-
strike events–and thus the beginning of the stance phase–the
shank, the leg, and the extended leg segments were identified
to all be good candidates. The most promising segment was
the shank as it showed the least variability in the detection
timing. For the detection of toe-off events, detection timings
changed with increasing speed and variability was rather high
for both candidates, the leg and the extended leg, which had an
acceptable timing.
Further analyses must look into how sensitive users with
and without gait impairments are regarding assistance timing
for exoskeletons, such as the Myosuit (Schmidt et al., 2017),
which partially support the user during stance. Based on the
user group, improved detectionmethods or adaptations in timing
may be required.
DATA AVAILABILITY
The datasets generated for this study are available on request to
the corresponding author.
ETHICS STATEMENT
The study protocol was approved by the institutional review
board of ETH Zurich. All subjects gave written informed consent
in accordance with the Declaration of Helsinki.
Frontiers in Neurorobotics | www.frontiersin.org 13 July 2019 | Volume 13 | Article 57
Grimmer et al. Stance and Swing Detection
AUTHOR CONTRIBUTIONS
The study concept was developed by MG, KS, LN, and GK. LN
andGK performed the experiments. Data analysis was performed
by MG. Interpretation was performed by all authors. MG, KS,
and JD were responsible for drafting the article. All authors
revised the article and provided approval for publication of
the content and agreed to be accountable for all aspects of
the work in ensuring that questions related to the accuracy or
integrity of any part of the work are appropriately investigated
and resolved.
FUNDING
MG was funded by the German Science Foundation (DFG)
under the grant number GR 4689/2-1 and 4689/3-1. KS and JD
were supported by the Swiss National Foundation through the
National Centre for Competence in Research Robotics.
REFERENCES
Aach, M., Cruciger, O., Sczesny-Kaiser, M., Höffken, O., Meindl, R. C.,
Tegenthoff, M., et al. (2014). Voluntary driven exoskeleton as a new tool
for rehabilitation in chronic spinal cord injury–a pilot study. Spine J. 14,
2847–2853. doi: 10.1016/j.spinee.2014.03.042
Agostini, V., Balestra, G., and Knaflitz, M. (2014). Segmentation and classification
of gait cycles. IEEE Trans. Neural Syst. Rehabil. Eng. 22, 946–952.
doi: 10.1109/TNSRE.2013.2291907
Alaqtash, M., Yu, H., Brower, R., Abdelgawad, A., and Sarkodie-Gyan, T.
(2011). Application of wearable sensors for human gait analysis using
fuzzy computational algorithm. Eng. Appl. Artif. Intell. 24, 1018–1025.
doi: 10.1016/j.engappai.2011.04.010
Arun Jayaraman, P. T., and Rymer, W. Z. (2017). “Exoskeletons for rehabilitation
and personal mobility: creating clinical evidence,” in Wearable Robotics:
Challenges and Trends, eds J. González-Vargas, J. Ibáñez, J. L. Contreras-Vidal,
H. van der Kooij, and J. L. Pons (Cham: Springer International Publishing),
21–24.
Asbeck, A. T., Schmidt, K., Galiana, I., Wagner, D., andWalsh, C. J. (2015). “Multi-
joint soft exosuit for gait assistance,” in 2015 IEEE International Conference on
Robotics and Automation (ICRA) (Seattle, WA), 6197–6204.
Awad, L. N., Bae, J., O’Donnell, K., De Rossi, S. M. M., Hendron, K., Sloot, L. H.,
et al. (2017). A soft robotic exosuit improves walking in patients after stroke.
Sci. Transl. Medi. 9:eaai9084. doi: 10.1126/scitranslmed.aai9084
Bae, J., Siviy, C., Rouleau, M., Menard, N., O’Donnell, K., Geliana, I., et al. (2018).
“A lightweight and efficient portable soft exosuit for paretic ankle assistance in
walking after stroke,” in 2018 IEEE International Conference on Robotics and
Automation (ICRA) (Brisbane: IEEE), 2820–2827.
Bae, J., and Tomizuka, M. (2011). Gait phase analysis based on a hidden markov
model.Mechatronics 21, 961–970. doi: 10.1016/j.mechatronics.2011.03.003
Catalfamo, P., Ghoussayni, S., and Ewins, D. (2010). Gait event detection on level
ground and incline walking using a rate gyroscope. Sensors 10, 5683–5702.
doi: 10.3390/s100605683
Domingo, A., Sawicki, G. S., and Ferris, D. P. (2007). Kinematics and muscle
activity of individuals with incomplete spinal cord injury during treadmill
stepping with and without manual assistance. J. Neuroeng. Rehabil. 4:32.
doi: 10.1186/1743-0003-4-32
Esquenazi, A., Talaty, M., Packel, A., and Saulino, M. (2012). The rewalk powered
exoskeleton to restore ambulatory function to individuals with thoracic-level
motor-complete spinal cord injury. Am. J. Phys. Med. Rehabil. 91, 911–921.
doi: 10.1097/PHM.0b013e318269d9a3
Formento, P. C., Acevedo, R., Ghoussayni, S., and Ewins, D. (2014). Gait event
detection during stair walking using a rate gyroscope. Sensors 14, 5470–5485.
doi: 10.3390/s140305470
Geyer, H., Seyfarth, A., and Blickhan, R. (2006). Compliant leg behaviour explains
basic dynamics of walking and running. Proc. R. Soc. Lond B Biol. Sci. 273,
2861–2867. doi: 10.1098/rspb.2006.3637
Gouwanda, D., and Gopalai, A. A. (2015). A robust real-time gait event detection
using wireless gyroscope and its application on normal and altered gaits. Med.
Eng. Phys. 37, 219–225. doi: 10.1016/j.medengphy.2014.12.004
Grimmer, M., Holgate, M., Ward, J., Boehler, A., and Seyfarth, A. (2017).
“Feasibility study of transtibial amputee walking using a powered prosthetic
foot,” in International Conference on Rehabilitation Robotics (ICORR) (London:
IEEE), 1118–1123.
Grimmer, M., Quinlivan, B. T., Lee, S., Malcolm, P., Rossi, D. M., Siviy, C., et al.
(2019a). Comparison of the human-exosuit interaction using ankle moment
and ankle positive power inspired walking assistance. J. Biomech. 83, 76–84.
doi: 10.1016/j.jbiomech.2018.11.023
Grimmer, M., Riener, R., Walsh, C. J., and Seyfarth, A. (2019b). Mobility related
physical and functional losses due to aging and disease-a motivation for
lower limb exoskeletons. J. Neuroeng. Rehabil. 16:2. doi: 10.1186/s12984-018-
0458-8
Hanlon, M., and Anderson, R. (2009). Real-time gait event detection using
wearable sensors. Gait Posture 30, 523–527. doi: 10.1016/j.gaitpost.2009.07.128
Hendershot, B. D., Mahon, C. E., and Pruziner, A. L. (2016). A comparison
of kinematic-based gait event detection methods in a self-paced treadmill
application. J. Biomech. 49, 4146–4149. doi: 10.1016/j.jbiomech.2016.10.046
Holgate, M. A., Sugar, T. G., and Bohler, A. W. (2009). “A novel control algorithm
for wearable robotics using phase plane invariants,” in IEEE International
Conference on Robotics and Automation, (ICRA) (Kobe: IEEE), 3845–3850.
Jasiewicz, J. M., Allum, J. H., Middleton, J. W., Barriskill, A., Condie, P., Purcell,
B., et al. (2006). Gait event detection using linear accelerometers or angular
velocity transducers in able-bodied and spinal-cord injured individuals. Gait
Posture 24, 502–509. doi: 10.1016/j.gaitpost.2005.12.017
Joshi, C. D., Lahiri, U., and Thakor, N. V. (2013). “Classification of gait phases
from lower limb emg: application to exoskeleton orthosis,” in 2013 IEEE
Point-of-Care Healthcare Technologies (PHT) (Bangalore), 228–231.
Jung, J.-Y., Heo, W., Yang, H., and Park, H. (2015). A neural network-based gait
phase classification method using sensors equipped on lower limb exoskeleton
robots. Sensors 15, 27738–27759. doi: 10.3390/s151127738
Kawamoto, H., Taal, S., Niniss, H., Hayashi, T., Kamibayashi, K., Eguchi, K.,
et al. (2010). “Voluntary motion support control of robot suit hal triggered by
bioelectrical signal for hemiplegia,” in 2010 Annual International Conference of
the IEEE Engineering in Medicine and Biology (Buenos Aires), 462–466.
Kilicarslan, A., Prasad, S., Grossman, R. G., and Contreras-Vidal, J. L. (2013).
“High accuracy decoding of user intentions using eeg to control a lower-body
exoskeleton,” in 35th Annual International Conference of the IEEE Engineering
in Medicine and Biology Society (EMBC) (Osaka: IEEE), 5606–5609.
Kong, K., and Tomizuka, M. (2008). “Smooth and continuous human gait
phase detection based on foot pressure patterns,” in 2008 IEEE International
Conference on Robotics and Automation, 3678–3683.
Lauer, R. T., Smith, B. T., Coiro, D., Betz, R. R., and McCarthy, J. (2004).
Feasibility of gait event detection using intramuscular electromyography in
the child with cerebral palsy. Neuromod. Technol. Neural Interface 7, 205–213.
doi: 10.1111/j.1094-7159.2004.04200.x
Lee, W. W., Yu, H., and Thakor, N. V. (2014). “Gait event detection through
neuromorphic spike sequence learning,” in 5th IEEE RAS/EMBS International
Conference on Biomedical Robotics and Biomechatronics (São Paulo), 899–904.
Liu, D.-X., Wu, X., Du, W., Wang, C., and Xu, T. (2016). Gait phase recognition
for lower-limb exoskeleton with only joint angular sensors. Sensors 16:1579.
doi: 10.3390/s16101579
Liu, T., Inoue, Y., and Shibata, K. (2009). Development of a wearable
sensor system for quantitative gait analysis. Measurement 42, 978–988.
doi: 10.1016/j.measurement.2009.02.002
Maleševic´, N., Maleševic´, J., and Keller, T. (2014). “Gait phase detection
optimization based on variational bayesian inference of feedback sensor signal,”
in 12th Symposium on Neural Network Applications in Electrical Engineering
(NEUREL) (Belgrade), 179–182.
Frontiers in Neurorobotics | www.frontiersin.org 14 July 2019 | Volume 13 | Article 57
Grimmer et al. Stance and Swing Detection
Mannini, A., and Sabatini, A.M. (2011). “A hiddenmarkovmodel-based technique
for gait segmentation using a foot-mounted gyroscope,” in 2011 Annual
International Conference of the IEEE Engineering in Medicine and Biology
Society (Boston, MA), 4369–4373.
Mannini, A., Trojaniello, D., Croce, U. D., and Sabatini, A. M. (2015). “Hidden
markov model-based strategy for gait segmentation using inertial sensors:
application to elderly, hemiparetic patients and huntington’s disease patients,”
in 2015 37th Annual International Conference of the IEEE Engineering in
Medicine and Biology Society (EMBC) (Milano), 5179–5182.
Manoonpong, P., Kulvicius, T., Wörgötter, F., Kunze, L., Renjewski, D., and
Seyfarth, A. (2011). “Compliant ankles and flat feet for improved self-
stabilization and passive dynamics of the biped robot “runbot”,” in 2011
11th IEEE-RAS International Conference on Humanoid Robots (Bled: IEEE),
276–281.
Mansfield, A., and Lyons, G. M. (2003). The use of accelerometry to detect heel
contact events for use as a sensor in fes assisted walking. Med. Eng. Phys. 25,
879–885. doi: 10.1016/S1350-4533(03)00116-4
Pappas, I. P. I., Keller, T., Mangold, S., Popovic, M. R., Dietz, V., and Morari, M.
(2004). A reliable gyroscope-based gait-phase detection sensor embedded in a
shoe insole. IEEE Sensors J. 4, 268–274. doi: 10.1109/ICSENS.2002.1037264
Poggensee, K., Sharbafi, M., and Seyfarth, A. (2014). “Characterizing swing-leg
retraction in human locomotion,” in Proceedings of the 17th International
Conference of Climbing and Walking Robots (CLAWAR) (Pozna), 377.
Preece, S. J., Kenney, L. P., Major, M. J., Dias, T., Lay, E., and Fernandes, B. T.
(2011). Automatic identification of gait events using an instrumented sock. J.
Neuroeng. Rehabil. 8:32. doi: 10.1186/1743-0003-8-32
Qi, Y., Soh, C. B., Gunawan, E., Low, K., and Thomas, R. (2016). Assessment of
foot trajectory for human gait phase detection using wireless ultrasonic
sensor network. IEEE Trans. Neural Syst. Rehabil. Eng. 24, 88–97.
doi: 10.1109/TNSRE.2015.2409123
Quintero, H. A., Farris, R. J., and Goldfarb, M. (2011). “Control and
implementation of a powered lower limb orthosis to aid walking in paraplegic
individuals,” in International Conference on Rehabilitation Robotics (ICORR)
(Zurich: IEEE), 1–6.
Sant’Anna, A., and Wickström, N. (2010). A symbol-based approach to gait
analysis from acceleration signals: identification and detection of gait events
and a new measure of gait symmetry. IEEE Trans. Inform. Technol. Biomed. 14,
1180–1187. doi: 10.1109/TITB.2010.2047402
Schmidt, K., Duarte, J. E., Grimmer, M., Puchades, A. S., Wei, H., Schmidt,
C., et al. (2017). The myosuit: bi-articular anti-gravity exosuit that
reduces hip extensor activity in sitting transfers. Front. Neurorobot.
11:57.doi: 10.3389/fnbot.2017.00057
Selles, R. W., Formanoy, M. A. G., Bussmann, J. B. J., Janssens, P. J., and
Stam, H. J. (2005). Automated estimation of initial and terminal contact
timing using accelerometers; development and validation in transtibial
amputees and controls. IEEE Trans. Neural Syst. Rehabil. Eng. 13, 81–88.
doi: 10.1109/TNSRE.2004.843176
Seyfarth, A., Geyer, H., and Herr, H. (2003). Swing-leg retraction: a simple control
model for stable running. J. Exp. Biol. 206, 2547–2555. doi: 10.1242/jeb.00463
Skelly, M. M., and Chizeck, H. J. (2001). Real-time gait event detection for
paraplegic fes walking. IEEE Trans. Neural Syst. Rehabil. Eng. 9, 59–68.
doi: 10.1109/7333.918277
Strickland, E. (2012). Good-bye, wheelchair. Spectrum 49, 30–32.
doi: 10.1109/mspec.2012.6117830
Taborri, J., Palermo, E., Rossi, S., and Cappa, P. (2016). Gait partitioning methods:
a systematic review. Sensors 16:E66. doi: 10.3390/s16010066
Taborri, J., Rossi, S., Palermo, E., Patanè, F., and Cappa, P. (2014). A novel
hmm distributed classifier for the detection of gait phases by means of a
wearable inertial sensor network. Sensors 14, 16212–16234. doi: 10.3390/s1409
16212
Tong, K., and Granat, M. H. (1999). A practical gait analysis system
using gyroscopes. Med. Eng. Phys. 21, 87–94. doi: 10.1016/S1350-4533(99)0
0030-2
Villarreal, D. J., and Gregg, R. D. (2014). “A survey of phase variable candidates
of human locomotion,” in 2014 36th Annual International Conference of the
IEEE Engineering in Medicine and Biology Society (EMBC) (Chicago, IL: IEEE),
4017–4021.
Winter, D. A. (2009). Biomechanics and Motor Control of Human Movement.
Hoboken, NJ: John Wiley & Sons.
Yan, T., Parri, A., Ruiz Garate, V., Cempini, M., Ronsse, R., and Vitiello, N.
(2017). An oscillator-based smooth real-time estimate of gait phase for wearable
robotics. Auton. Robot. 41, 759–774. doi: 10.1007/s10514-016-9566-0
Yang, S., Zhang, J.-T., Novak, A. C., Brouwer, B., and Li, Q. (2013). Estimation
of spatio-temporal parameters for post-stroke hemiparetic gait using inertial
sensors. Gait Posture 37, 354–358. doi: 10.1016/j.gaitpost.2012.07.032
Yu, L., Zheng, J., Wang, Y., Song, Z., and Zhan, E. (2015). Adaptive method for
real-time gait phase detection based on ground contact forces. Gait Posture 41,
269–275. doi: 10.1016/j.gaitpost.2014.10.019
Zheng, E., Manca, S., Yan, T., Parri, A., Vitiello, N., and Wang, Q.
(2017). Gait phase estimation based on noncontact capacitive sensing
and adaptive oscillators. IEEE Trans. Biomed. Eng. 64, 2419–2430.
doi: 10.1109/TBME.2017.2672720
Conflict of Interest Statement: The authors declare that the research was
conducted in the absence of any commercial or financial relationships that could
be construed as a potential conflict of interest.
Copyright © 2019 Grimmer, Schmidt, Duarte, Neuner, Koginov and Riener. This
is an open-access article distributed under the terms of the Creative Commons
Attribution License (CC BY). The use, distribution or reproduction in other forums
is permitted, provided the original author(s) and the copyright owner(s) are credited
and that the original publication in this journal is cited, in accordance with accepted
academic practice. No use, distribution or reproduction is permitted which does not
comply with these terms.
Frontiers in Neurorobotics | www.frontiersin.org 15 July 2019 | Volume 13 | Article 57
